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AbsTrACT
Introduction The Woven endoBridge intrasaccular 
Therapy (WeB-iT) study is a pivotal, prospective, single-
arm, investigational device exemption study designed to 
evaluate the safety and effectiveness of the WeB device 
for the treatment of wide-neck bifurcation aneurysms.
Methods One-hundred and fifty patients with wide-
neck bifurcation aneurysms were enrolled at 21 Us and 
six international centers. angiograms from the index 
procedure, and 6-month and 1-year follow-up visits were 
all reviewed by a core laboratory. all adverse events were 
reviewed and adjudicated by a clinical events adjudicator. 
a data monitoring committee provided oversight during 
the trial to ensure subject safety.
results One-hundred and forty-eight patients 
received the WeB implant. One (0.7%) primary safety 
event occurred during the study—a delayed ipsilateral 
parenchymal hemorrhage—on postoperative day 22. 
no primary safety events occurred after 30 days through 
1 year. at the 12-month angiographic follow-up, 77/143 
patients (53.8%) had complete aneurysm occlusion. 
adequate occlusion was achieved in 121/143 (84.6%) 
subjects.
Conclusions The prespecified safety and effectiveness 
endpoints for the aneurysms studied in the WeB-iT trial 
were met. The results of this trial suggest that the WeB 
device provides an option for patients with wide-neck 
bifurcation aneurysms that is as effective as currently 
available therapies and markedly safer.
Trial registration number ncT02191618

INTroDuCTIoN
Wide-neck bifurcation aneurysms (WNBAs) can 
be difficult to treat with either endovascular or 
open surgical methods. Complete exclusion of the 
aneurysm from the intracranial circulation without 
impeding flow through the origin of branch arteries 
can be technically challenging. A recent systematic 
review showed that published reports document a 
complete occlusion rate of 46.3% for all therapies, 
with prespecified safety endpoints being met in 
18.7% of cases.1 

The Woven EndoBridge (WEB) device is the first 
intrasaccular device developed specifically for the 
treatment of WNBAs.2 3 The first use of the WEB 
device was reported in 2011.4 Subsequently, the 
effectiveness and safety of the device has been eval-
uated in four European good clinical practice (GCP) 
studies.4–9 The WEB Intrasaccular Therapy (WEB-
IT) Study is a pivotal, multicenter, prospective, 
single-arm, investigational device exemption trial 
designed to evaluate the safety and effectiveness of 
this device for the treatment of WNBAs. WEB-IT is 
the first adjudicated trial evaluating the safety and 
effectiveness of any treatment for WNBAs. The trial 
is also the first US premarket approval trial of an 
intrasaccular aneurysm device.

MeThoDs
study design
The WEB-IT Study is a prospective, multicenter, 
single-arm, interventional study conducted at 21 
US and six international centers. The study enrolled 
150 adults with WNBAs of the anterior and poste-
rior intracranial circulations. The study protocol 
was approved by each center’s institutional 
review boards or by the review board assigned by 
the Turkish Ministry of Health, and all patients 
submitted written informed consent. The study was 
conducted under GCP and included independent 
adjudication of all adverse events. An independent 
core laboratory adjudicated effectiveness outcomes. 
All patient charts were externally monitored with 
100% source document verification. A clinical 
events adjudicator evaluated and standardized 
reporting of events in compliance with the Medical 
Dictionary for Regulatory Activities reporting stan-
dards. A data monitoring committee conducted 
regularly scheduled study safety reviews.

No roll-in cases were permitted in the USA before 
the enrollment of patients in WEB-IT. Therefore, 
the trial cases represent the first clinical experience 
that US physicians had with the device. A training 
program, which included hands-on experience 
using a lifelike simulator, was used.10 This program 
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Figure 1 Illustration of the WEB single-layer sphere (A) and the WEB 
single layer (B) shapes. Sizes range from 4×3 mm to 11×9 mm. The 
devices are braided composites made from nitinol and platinum that are 
highly conformable and visible on fluoroscopy.

Table 1 Antiplatelet status of patients in the US WEB-IT Trial

Visit

Antiplatelet therapy, % (n/N)

Dual single None

Baseline 12.7 (19/150) 14.7 (22/150) 72.7 (109/150)

Procedure 69.3 (104/150) 27.3 (41/150) 3.3 (5/150)

30 Days 31.3 (47/150) 56.0 (84/150) 12.7 (19/150)

6 Months 11.3 (16/142) 62.7 (89/142) 26.1 (37/142)

12 Months 7.0 (10/143) 41.3 (59/143) 51.7 (74/143)

helped to familiarize investigators with the device’s characteris-
tics, sizing, and deployment. In some early cases, patient-specific 
replicated models were used.

Required aneurysm characteristics were
1.Ruptured or unruptured
2.Saccular in shape
3.Located at the basilar apex (BA), middle cerebral artery 
(MCA) bifurcation, internal carotid artery terminus, or ante-
rior communicating artery complex
4.Dome-to-neck ratio ≥1
5.Wide-neck intracranial aneurysm with neck size ≥4 mm or 
dome-to-neck ratio <2
6.Diameter appropriate for treatment with the WEB device 
according to the device instructions for use

Patients with ruptured aneurysms were required to be neuro-
logically stable with a Hunt-Hess score of I or II. Key exclusion 
criteria included vascular tortuosity or morphology that could 
preclude safe access and support during treatment with WEB 
and a modified Rankin Scale score of ≥2 at baseline or before 
rupture.

Device characteristics
The WEB Aneurysm Embolization System (Sequent Medical, 
Inc, Aliso Viejo, California, USA) consists of a family of self-ex-
panding embolization implants developed specifically for the 
treatment of WNBAs. The WEB single-layer sphere and WEB 
single-layer models are composed of single layers of braided 
nitinol/platinum wires (figure 1). The braids are joined at the 
proximal and distal ends of the device by radiopaque platinum 
markers. The implant is attached to a flexible delivery wire. 
Detachment of the implant is electrothermal, which is similar 
to several other neurovascular implant delivery systems. WEB 
devices ranging between 4×3 mm and 11×9 mm—and delivered 
through VIA 21, 27, and 33 microcatheters (Sequent Medical, 
Inc, Aliso Viejo, California, USA)—were available for use within 
the WEB-IT protocol.

Procedures
All enrolled patients underwent a standard neuroendovascular 
procedure using a triaxial approach with the intent of deliv-
ering and implanting a WEB device into the index aneurysm. 
Antiplatelet therapy was recommended but was not required 
according to the study protocol.11 Antiplatelet medication used 
during the study was recorded at each study visit. The regimens 
used are presented in table 1.

Patients were considered ‘enrolled in WEB-IT’ with the inten-
tion-to-treat when the WEB device was introduced into the 
microcatheter during the procedure. Two-dimensional (2D) 
and 3-dimensional (3D) digital subtraction angiography (DSA) 

was performed to confirm the final device position. Inability 
to deploy a WEB device and the use of implanted adjunctive 
devices (ie, coils or stents) were considered effectiveness fail-
ures. Clinical follow-up was conducted at 30 days, 6 months, 
1 year, and annually up to 5 years. Follow-up 2D and 3D DSA 
was performed at 6 months and 1 year. This report includes an 
evaluation of effectiveness at 1 year and all safety events occur-
ring through 1 year.

study endpoints
Thirty-day safety data for the WEB-IT Study have been 
published previously.12 Per protocol, safety, and effectiveness 
were assessed at the 1-year follow-up. The study’s primary effec-
tiveness endpoint is the proportion of patients with complete 
aneurysm occlusion without re-treatment, recurrent subarach-
noid hemorrhage, or significant parent artery stenosis (defined 
as >50% stenosis) at 1 year after treatment. Effectiveness 
endpoints were evaluated by a core laboratory using the vali-
dated WEB Occlusion Scale. Complete occlusion included WEB 
Occlusion Scale grade A (complete occlusion) or B (complete 
occlusion with marker recess).13 14 The study’s primary safety 
endpoint is the proportion of patients with primary safety events 
(PSEs), which includes death from any non-accidental cause or 
any major stroke (defined as an ischemic or hemorrhagic stroke 
resulting in an increase of ≥4 points on the National Institutes 
of Health Stroke Scale and persisting for 7 days after the proce-
dure) within the first 30 days after treatment, or a major ipsi-
lateral stroke or neurologic death from day 31 to 1 year after 
treatment.

resulTs
Patient allocation
One-hundred and fifty patients were enrolled into the WEB-IT 
Study. Of these, 148 underwent successful implantation of the 
study device. All 150 enrolled patients were available for 30-day 
follow-up. Those who were not treated with the WEB device 
were only followed up through 30 days according to the protocol. 
Of the 148 patients available for the 6-month follow-up, 142 
completed the visit. One patient refused further follow-up after 
the 6-month window and was withdrawn from the study, leaving 
147 patients eligible for the 12-month follow-up. Of the 147 
patients eligible at 1 year, 147 were followed up clinically and 
143 underwent follow-up imaging with DSA (table 2).

Patient demographics, aneurysm characteristics, proce-
dural details, and periprocedural safety results at 30 days were 
reported previously.12

Primary effectiveness endpoint
The primary effectiveness endpoint was defined as the propor-
tion of subjects with complete aneurysm occlusion without 
re-treatment, recurrent subarachnoid hemorrhage, and without 
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Table 2 The WEB-IT angiographic scale

Web-IT scale Definition
1-Year angiographic outcome 
descriptions

1-Year angiographic 
schematics

1-Year angiographic Web-
IT examples

Complete occlusion No contrast in contact with intracranial 
aneurysm neck or with wall of intracranial 
aneurysm sac

WEB-IT effectiveness endpoint

    

Residual neck Some contrast in contact with intracranial 
aneurysm neck but no contrast in contact 
with wall of intracranial aneurysm sac or 
inside the WEB device

Adequately occluded patients when 
combined with completely occluded 
patients

    

Residual aneurysm Apparent contrast in contact with 
intracranial aneurysm sac or inside the 
WEB device

Patients who may require re-treatment

    

The WEB-IT angiographic scale is described with definitions. This scale was used by the core laboratory for evaluation of angiographic follow-up at 1 year. Illustrations depict three 
separate basilar apex wide-neck bifurcation aneurysms and 1-year follow-up imaging from the trial. 

Figure 2 (A) Unruptured internal carotid terminus aneurysm 
measuring 7 mm in maximal dimension with a 4 mm neck before 
treatment. (B) The same internal carotid terminus aneurysm on follow-
up imaging at 1 year, showing complete occlusion.

Figure 3 (A) Unruptured anterior communicating artery aneurysm 
measuring 4.5 mm in maximal dimension with a 4.1 mm neck before 
treatment. (B) The same anterior communicating artery aneurysm on 
follow-up imaging at 1 year, showing complete occlusion.

significant parent artery stenosis at 1 year after treatment in the 
intention-to-treat population (figures 2–5). The primary effec-
tiveness endpoint with prespecified imputations performed for 
the subjects without angiographic follow-up was 54.8% (SE 4.1).

The rate of complete occlusion in patients in whom the WEB 
device procedure was completed and imaging follow-up was 
performed was 53.8% (77/143). Adequate occlusion was defined 
as either complete occlusion or residual neck. This analysis was 
performed only in the case population with imaging follow-up. 
Adequate occlusion was achieved in 84.6% of subjects (121/143). 
The analyses of subgroups, including gender, race, ethnicity, sac 
width (<8 mm, ≥8 mm), aneurysm rupture status, aneurysm 
location, site experience, and diameter of the WEB device used, 
all suggest no difference in the rate of achievement of either 
complete or adequate occlusion.

Progression and stability of aneurysm occlusion
Changes in aneurysm occlusion were determined using a simple 
‘same-better-worse’ scale. Any increase in aneurysm occlusion 
was graded as ‘better’ and any decrease was graded as ‘worse.’ 
Any worsening in angiographic appearance was categorized as a 
recurrence.

In comparison with the immediate post-treatment angiogram, 
most aneurysms showed substantial progressive occlusion by 
6 months—5.0% (7/141) were worse, 3.5% (5/141) were the 
same, and 91.5% (129/141) were better. Between 6 and 12 
months, most aneurysms were either stable or continued to 
improve in occlusion grade. Among patients with both 6- and 
12-month angiograms (excluding six subjects who underwent 
re-treatment), when compared with the 6-month angiogram, 
11.5% (15/131) were worse, 79.4% (104/131) were the same, 
and 9.2% (12/131) were better at 12 months. The majority 
of subjects with recanalization or regrowth between 6 and 12 
months declined by only a few percentage points. Ten subjects 
who went from 100% occlusion at 6 months declined to 98% 
(n=3), 95% (n=5), and 90% (n=2) at 12 months.

Parent artery stenosis
The development of a significant (>50%) parent artery stenosis 
was not observed in any patient treated with the WEB device. 
A single subject with a residual aneurysm had a documented 
parent artery stenosis on the 12-month angiogram within a stent 
that had been placed during re-treatment after the 6-month 
angiogram.
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Figure 4  (A) Unruptured middle cerebral artery aneurysm measuring 
7 mm in maximal dimension with a 5.5 mm neck before treatment. (B) 
The same middle cerebral artery aneurysm on follow-up imaging at 
1 year, showing complete occlusion.

Figure 5 Non-contrast head CT (A) showing diffuse subarachnoid 
hemorrhage and hydrocephalus. Anteroposterior (B) and lateral (C) 
imaging of a ruptured basilar apex aneurysm found in this patient 
measuring 3.3 mm in height and 4.7 mm in neck size before treatment. 
The same basilar apex on follow-up imaging—anteroposterior (D) and 
lateral (E)—at 1 year, showing incomplete occlusion.

Re-treatment
During the 12-month study period, 5.6% (8/143) underwent 
or had planned target aneurysm re-treatment. One subject was 
re-treated with coils alone, four were re-treated with stent-as-
sisted coiling, and three were re-treated with flow diversion. The 
cases of all eight re-treated subjects were considered failures for 
the primary effectiveness endpoint. An additional six patients, all 
of whom were categorized as effectiveness failures based on their 
12-month angiogram results, underwent electively scheduled 
re-treatments within the ensuing 6 months. When these addi-
tional six patients are categorized within the overall ‘re-treat-
ment’ cohort, the re-treatment rate increased to 9.8% (14/143).

Recurrent subarachnoid hemorrhage
No recurrent subarachnoid hemorrhages occurred during the 
study among the nine subjects who presented with ruptured 
aneurysms at baseline. No spontaneous postprocedural subarach-
noid hemorrhages were seen in any patient through 1 year.

Primary safety endpoint
No PSEs occurred after 30 days through 1 year. Only 1 (1/148, 
0.7%) PSE occurred during the study—a delayed ipsilateral 
parenchymal hemorrhage, on postoperative day 22. In the two 
patients who were enrolled but not treated with WEB, no safety 

events were seen through the protocol-defined 30 day follow-up 
period.

Other serious neurological events after 30 days
No deaths occurred through the entire 12-month study period. 
Additionally, no patient had an ipsilateral stroke between day 
31 and day 365 after treatment. There were no serious adverse 
events attributed to either the device or procedure between day 
31 and day 365.

Six patients had unrelated serious neurological events after 
30 days—one ischemic stroke, one intracranial hemorrhage, one 
seizure, and three transient ischemic attacks. In four of these 
subjects,  these events resolved without any sequelae. One subject 
who underwent a reintervention with a Pipeline embolization 
device on day 203 subsequently developed recurrent transient 
ischemic attacks, which were adjudicated as ‘ongoing’ at the time 
of the 12-month clinical follow-up. One subject experienced two 
ischemic stroke events (on day 12 and day 72) related to pre-ex-
isting cerebrovascular disease and had persistent right leg weak-
ness and gait instability at the 12-month follow-up.

DIsCussIoN
The final data from the Pivotal WEB-IT trial demonstrate that 
the WEB device, when used for the treatment of appropri-
ately selected wide-necked bifurcation aneurysms (1) provides 
an effective means of achieving durable, adequate occlusion in 
most (~85%) cases, and (2) can be used with a high degree of 
procedural safety and with a low rate of major morbidity and 
mortality. In particular, no serious device- or procedure-related 
safety events were identified outside the 30-day periprocedural 
period and no deaths occurred during the 12-month study 
period.

relative safety of the Web device in comparison with other 
WNbA treatment strategies
The periprocedural safety of the WEB device has been previ-
ously described.12 The high safety profile documented for the 
WEB device for the treatment of ruptured WNBAs is important. 
The complication profile for stent-assisted coiling of ruptured 
WNBAs is not trivial and an endovascular treatment option 
that does not require dual antiplatelet medication fills an unmet 
clinical need.15 Although the number of patients (nine) with 
subarachnoid hemorrhage treated in this study was small, these 
patients had similar rates of adverse events and serious adverse 
events as the patients with an unruptured aneurysm within the 
study. Moreover, the 30-day results of the CLinical Assessment 
of WEB device in Ruptured aneurYSms (CLARYS) study have 
indicated high rates of procedural safety, with no intraproce-
dural or recurrent hemorrhages documented in 56 patients with 
ruptured aneurysms.11

In the present study, no postprocedural device, procedure-re-
lated serious adverse events or deaths were observed between 
days 31 and 365. This level of postprocedural safety is unpar-
alleled for the treatment of WNBAs. Parent artery stenting has 
been associated with significant rates of postprocedural events, 
related to delayed in-stent stenosis or thrombosis, and hemor-
rhagic events related to dual antiplatelet therapy.16–19

Relative effectiveness of the WEB device in comparison with other 
strategies for treating WNBAs
The complete occlusion rates observed in WEB-IT compare 
favorably with predicate technologies. A recent meta-analysis 
reported a complete occlusion rate for wide-necked aneurysms 
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Figure 6 Illustration of the WEB single layer device.

(including WNBAs) of only 46% for both surgical and endo-
vascular treatment strategies.1 Hetts et al reported levels of 
complete occlusion in the Matrix And Platinum Science (MAPS) 
trial for wide-necked aneurysms of 45.7% after stent-assisted 
coiling and 27.1% after coiling alone.18 It is important to note 
that both these studies included all wide-necked aneurysms. The 
subset of WNBAs typically has lower rates of complete occlusion 
than side-wall aneurysms, and it is likely that a specific analysis 
of the bifurcation aneurysms in these studies would have yielded 
lower rates of complete occlusion.

The BRANCH trial, which was a core laboratory adjudicated 
study of wide-necked MCA and BA aneurysms, reported a rate 
of complete occlusion of only 31% (95% lower confidence limit 
of 22%) after endovascular therapy.20 An analysis of the patient 
level data from the 153 aneurysms treated in the Low-profile 
Visible Intraluminal Support device (LVIS) trial yielded a 
cohort of 40 subjects who would have met inclusion criteria 
for the WEB-IT trial. Twenty-five of these 40 WNBAs (62.5%) 
demonstrated complete occlusion at the 12-month follow-up.21 
Although the point estimate for complete occlusion was higher, 
the difference in this small number of patients did not reach 
significance (p=0.37) when compared directly with the WEB-IT 
(53.9%) population. Rates of neurological mortality and major 
morbidity in these LVIS-treated patients (7.6%) were consid-
erably higher than those observed during the WEB-IT Study 
(0.7%). Moreover, the LVIS stent is relatively contraindicated in 
the presence of subarachnoid hemorrhage owing to the require-
ment for dual antiplatelet medication.

While the WEB device produced comparable levels of 
complete occlusion for WNBAs as other endovascular tech-
nology, additional progress is required. The reconstruction of 
bifurcation anatomy is considerably more difficult than for side-
wall aneurysms. It is not surprising that the complete occlusion 
rates for WNBAs are inferior to those reported for side-wall 
aneurysms reconstructed with flow diverters.22–25

Adequate occlusion (ie, the composite of complete and 
near-complete occlusion) rates in WEB-IT exceeded 80%. Long-
term data on the WEB device are lacking, but existing long-
term data from endovascular coiling studies have indicated that 
adequate occlusion after endovascular therapy offers a very high 
level of protection from rupture and/or rerupture.26–30 These 
data are consistent with our observations in the WEB-IT Study 
and with three additional prospective studies that reported no 
delayed ruptures or reruptures of aneurysms treated with the 
WEB device, with more than 760 patient-years of follow-up to 
date.5 7 9

Durability of aneurysm occlusion with the WEB device
Aneurysm recurrence was observed in WEB-IT at a similar rate 
(~11%) to that reported in other studies evaluating the endo-
vascular treatment of WNBAs. For example, Hetts et al reported 
recurrence rates of 21.4% and 50.8% for WNAs treated with 
stent-assisted coiling and coiling alone, respectively.30 Existing 
data from the aneurysm coiling literature indicate that while 
recurrence rates decline after 12 months, long-term surveillance 
is warranted.31 32 Of note, the WEB-IT patients will be followed 
up for 5 years and thus, long-term recurrence and re-treatment 
data will eventually be available for this cohort.

Aneurysm re-treatment (9.8%) in the WEB-IT Study was 
significant and similar to the rates seen in the existing literature 
for WNBAs after endovascular therapy. Re-treatment decisions 
were made by the individual patients and their physicians and 
no criteria for re-treatment were specified in the protocol. As 
thresholds for re-treatment vary broadly, direct comparisons are 
challenging.33 In the MAPS study, re-treatments were performed 
in 13.7% of wide-necked aneurysms treated with coils alone, 
and in 14.1% of those treated with stent-assisted coiling through 
1 year.18 Similarly, the BRANCH investigators reported an 8.7% 
re-treatment rate for wide-necked MCA and BA aneurysms.20
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Generalizability
The safety, effectiveness, and durability results observed in 
WEB-IT are concordant with the existing literature. Pierot et al 
reported the cumulative results for 168 patients treated within 
three prospective GCP, core laboratory adjudicated, externally 
monitored studies.7 These investigators reported a similarly 
high rate of periprocedural safety with 0% mortality and 3% 
morbidity (5/167) at 30 days. Late complications were also 
uncommon, with only one neurological mortality (0.7%, 1/153) 
and two patients with significant neurological morbidity (1.3%, 
2/153) after 30 days. Rates of aneurysm occlusion at 12 months 
were strikingly similar to those observed in the WEB-IT trial: 
complete occlusion observed in 52.9% (81/153), neck remnant 
in 26.1% (40/153), and residual aneurysm in 20.9% (32/153).7 
The re-treatment rate (6.3%) was also almost identical to that 
in WEB-IT.

CoNClusIoN
The WEB device is an effective therapy for wide-necked bifur-
cation aneurysms. This device is an important tool for the treat-
ment of WNBAs, particularly for patients in whom surgical 
clipping carries high risks and in patients with contraindications 
to antiplatelet therapies. We expect continued iterative improve-
ment in intrasaccular flow diversion technologies. It is our hope 
that these improvements will result in higher rates of complete 
aneurysm occlusion and durability. The safety of this therapy 
significantly exceeds that demonstrated with other treatments 
for WNBAs.
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