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ABSTRACT
Background Cerebral vasospasm following
subarachnoid hemorrhage (SAH) results in significant
morbidity and mortality. Intra-arterial administration of
calcium channel blockers or intracranial angioplasty may
be performed when non-invasive medical management
fails to prevent neurologic deterioration. Technical
improvements in balloon catheters are expected to
improve the success and safety of cerebral angioplasty.
Objective To describe our initial experience with the
new Scepter XC balloon catheter in cerebral vasospasm
treatment following SAH.
Design All patients who underwent cerebral
angioplasty using the Scepter XC balloon for the
treatment of medically refractory cerebral vasospasm
after SAH were identified. Patient demographic
information, procedural details, and outcome were
obtained from electronic medical records.
Results Five consecutive patients undergoing vasospasm
treatment with cerebral angioplasty using the Scepter XC
were identified. All treated patients had medically refractory
vasospasm that was moderate or severe. Angioplasty of the
supraclinoid internal carotid artery, the A1 and A2
segments of the anterior cerebral artery, the M1 and M2
segments of the middle cerebral artery, the V4 segment of
the vertebral artery, and the basilar artery was performed.
All angioplasty procedures were technically successful, and
the degree of vasospasm improved significantly following
angioplasty. There were no complications related to the
cerebral angioplasty procedures.
Conclusions The Scepter XC balloon catheter is safe and
effective in the treatment of cerebral vasospasm following
SAH. The excellent trackability and stability of the balloon
catheter and the extra compliant design of the balloon
represent technical advancements in the endovascular
armamentarium in the treatment of cerebral vasospasm.

INTRODUCTION
Cerebral vasospasm affects approximately two-
thirds of patients who present with aneurysmal sub-
arachnoid hemorrhage (SAH).1 2 Among these
patients, up to one-third develop significant mor-
bidity or even death.1–3 Consequently, significant
effort and resources are harnessed to identify and
prevent early signs of clinically significant vaso-
spasm in the days following SAH.
Non-invasive treatment of cerebral vasospasm

after aneurysmal SAH includes intravascular volume
expansion with intravenous fluids, vasopressor
administration to increase mean arterial pressure,
and hemodilution.4 5 However, these measures to

prevent cerebral vasospasm are insufficient in
approximately 20% of patients, and patients may
require more aggressive endovascular therapy in
order to prevent vasospasm mediated cerebral
infarction.6

There are two techniques available to neurointer-
ventionalists in the treatment of cerebral vasospasm:
(1) intra-arterial (IA) administration of arterial vaso-
dilators, such as nicardipine, verapamil, or nimodi-
pine, directly into the spastic vessel or (2) balloon
angioplasty of the spastic vessel.7–10 Both treatment
strategies are often employed, although angioplasty
has been shown to offer more durable results.11–14

However, cerebral angioplasty carries a higher risk
to the patient, including arterial dissection and
vessel rupture, which may be catastrophic.15 16

Further advances in neuroendovascular devices,
including more trackable guide catheters and angio-
plasty balloon catheters, extra compliant angioplasty
balloons, and increased stability of angioplasty
balloon catheters, are expected to result in a contin-
ued improvement in the safety profile of cerebral
angioplasty for the treatment of vasospasm follow-
ing aneurysmal SAH.
Here we describe our experience at a single

center with the new coaxial dual lumen Scepter XC
balloon (MicroVention Inc, Tustin, California, USA)
in the treatment of cerebral vasospasm.

MATERIALS AND METHODS
The study was approved by our hospital’s institu-
tional review board and complied with the Health
Insurance Portability and Accountability Act. We
performed a retrospective review of our internal
database and identified all patients undergoing
endovascular vasospasm treatment by angioplasty
using the Scepter XC balloon from July 2012 to
September 2013. Patient demographic information
and outcomes were obtained by review of our elec-
tronic medical records system.
All procedures were performed in a dedicated

neuroangiography suite with a Siemens Artis Zee
biplane system. The procedures were performed
under general anesthesia with complete paralysis of
the patient during the angioplasty portions of the
intervention.
The common femoral artery was accessed with a

6 F Britetip vascular sheath (Cordis, Bridgewater,
New Jersey, USA) or a Shuttle SL sheath (Cook
Medical, Bloomington, Indiana, USA). Initial diag-
nostic cerebral angiograms were performed with
either a 5 F VER catheter or a 5 F Berenstein II
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catheter positioned in the internal carotid artery (ICA) or the
vertebral artery. Prior to vasospasm treatment, a guide catheter
was positioned in the ICA or vertebral artery proximal to the
affected vessels. IA nicardipine was infused at a rate of 15–
30 mg/h for a period of 30–180 min. Angioplasty with the
Scepter XC balloon was performed in patients with moderate or
severe vasospasm.

Prior to performing cerebral angioplasty, intravenous heparin
was administered to achieve an activated clotting time of 250–
300 s. The Scepter XC balloon was prepared according to the
manufacturer’s instructions. The Scepter XC balloon was then
advanced over a 0.014 inch Traxcess microwire (MicroVention,
Tustin, California, USA) or a 0.014 inch Synchro 2 microwire
(Boston Scientific, Natick, Massachusetts, USA) into the affected
vessel. Angioplasty was carefully performed under continuous
fluoroscopy with roadmap guidance, with slow and gentle infla-
tion of the Scepter XC balloon.

The timing and duration of IA nicardipine therapy and angio-
plasty were at the discretion of the attending physician. In most
cases, a total of 10–30 mg of IA nicardipine were administered
prior to cerebral angioplasty, and a total of 60 mg of IA nicardi-
pine were administered in a single case. The patient’s blood
pressure was continually monitored by an arterial line in order
to maintain mean arterial pressure >90. Typically, IA nicardi-
pine was administered while the Scepter XC balloon was pre-
pared on the back table and, in most cases, IA nicardipine was
also administered concomitantly with cerebral angioplasty.

In cases where IA nicardipine was administered concomitantly
with angioplasty, the drug was administered through the guide
catheter in either the ICA or vertebral artery. Next, the Scepter
XC balloon was advanced through the guide catheter into the
affected intracranial vessels, and angioplasty was performed as
described below. In one case, additional IA nicardipine was
administered through the lumen of a deflated Scepter XC
balloon after angioplasty for the treatment of distal vasospasm
that was not reachable with the Scepter balloon (the M3
segment of the middle cerebral artery).

RESULTS
Five consecutive patients (four women and one man) were iden-
tified who underwent endovascular vasospasm treatment that
included cerebral angioplasty with the Scepter XC balloon. The
average age of the patients was 50 years. Four patients presented
with Fisher grade III–IV hemorrhage due to ruptured aneurysms
arising from the anterior communicating artery, the A1 segment
of the anterior cerebral artery, the basilar apex, or the middle
cerebral artery trifurcation. Two of these aneurysms were
treated by endovascular coiling and the other two aneurysms
were treated by microsurgical clipping. A single patient pre-
sented with SAH following trans-clival resection of a skull base
solitary fibrous tumor. These clinical characteristics are summar-
ized in table 1.

All five patients developed drowsiness with or without focal
neurologic deficits on post-hemorrhage days 5, 7, 8, or 14 that
corresponded with cerebral vasospasm. Two patients required
multiple endovascular treatment sessions that included angio-
plasty with the Scepter XC balloon for refractory vasospasm.
The degree of vasospasm severity by cerebral angiography was
severe in four patients and moderate in one patient. These data
are summarized in table 2.

A total of 10–60 mg of IA nicardipine were administered
prior to angioplasty in all patients. In the majority of cases (nine
of 11 vasospasm treatment sessions), additional IA nicardipine

was administered through the guide catheter while cerebral
angioplasty was performed using the Scepter XC balloon.

Multiple cerebral vessel segments were treated by balloon
angioplasty with the Scepter XC balloon, including the supracli-
noid ICA, the A1 and A2 segments of the anterior cerebral artery,
the M1 and M2 segments of the middle cerebral artery, the
V4 segment of the vertebral artery, and the basilar artery (see
table 2). All angioplasty procedures resulted in a markedly
improved caliber of the treated vessels with either minimal or no
residual vasospasm identified. There was a corresponding clinical
improvement in all patients (see example cases in figures 1–3).

In one patient, there was persistent vasospasm in the M3
segment of the middle cerebral artery that was deemed too
distal for angioplasty with the Scepter XC balloon. In this case,
the Scepter XC balloon was deflated and its position was main-
tained in the M1 segment of the middle cerebral artery after
cerebral angioplasty. The guidewire was removed from the
balloon, and additional IA nicardipine was administered
through the central lumen of the deflated balloon directly into
the M1 segment of the middle cerebral artery for targeted treat-
ment of distal vasospasm. There was a marked improvement in
the caliber of the M3 segment vessels following this additional
nicardipine infusion.

There were no complications related to the angioplasty proce-
dures. There was one mortality in the treated group that was
secondary to a combination of increased intracranial pressure
and stroke burden following aneurysm rupture and not directly
related to endovascular vasospasm treatment.

DISCUSSION
Aggressive treatment of symptomatic cerebral vasospasm follow-
ing SAH is essential in order to avoid vasospasm mediated cere-
bral infarction. Here we have described our initial experience
with the extra compliant dual lumen Scepter XC balloon in the
treatment of cerebral vasospasm following SAH.

The Scepter XC balloon performed well in the treatment of
cerebral vasospasm in five consecutive patients. Patients under-
going cerebral angioplasty with the Scepter XC balloon demon-
strated favorable angiographic improvement after treatment, and
there were no procedure related complications in our series.
The two principle assets of the Scepter XC balloon in the treat-
ment of cerebral vasospasm are trackability and the extra com-
pliant balloon design, both of which are discussed in more
detail below.

We found the Scepter XC balloon to be extremely trackable,
and we were able to position the balloon distally into the intra-
cranial circulation (the A2 segment of the anterior cerebral

Table 1 Demographic and clinical details of vasospasm patients
treated with Scepter balloons

Patient
No

Fisher
grade

Hunt–
Hess

Aneurysm
location

Aneurysm
treatment Mortality

1 III II Acom Coil No
2 IV III A1 ACA Clip Yes
3 N/A* N/A* N/A* N/A* No
4 III III Basilar Coil No
5 III II MCA

trifurcation
Clip No

*Subarachnoid hemorrhage and resulting vasospasm in patient No 3 was due to a
complicated skull base tumor resection with significant postoperative hemorrhage.
ACA, anterior cerebral artery; Acom, anterior communicating artery; MCA, middle
cerebral artery.
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artery and M2 segment of the middle cerebral artery). The
Scepter XC balloon accommodates a larger 0.014 inch micro-
wire, which provides significant stability to the balloon during
navigation of tortuous vessels and distal advancement. The
superior steerability of a 0.014 inch microwire relative to the
smaller 0.010 inch microwires that are used in single lumen bal-
loons also facilitates successful navigation into the intracranial
circulation. Lastly, we found that the 0.014 inch microwire pro-
vided increased stability to the balloon during inflation. This
improved stability resulted in less slippage of the balloon along
the course of the guidewire during inflation relative to the single

lumen balloons that have been used in the past at our
institution.

The extra compliant design of the Scepter XC balloon lends
itself well to use in the treatment of cerebral vasospasm. In our
experience during inflation, the balloon tended to conform to
the course of the vessel concurrent with radial expansion. This
conformation to the native vessel shape reflects the extra com-
pliant nature of the balloon and, in our opinion, leads to a more
controlled and gentle balloon inflation. Moreover, we found
that the extra compliant design of the Scepter XC balloon facili-
tated angioplasty at branch points in the vessel by allowing the

Table 2 Vasospasm treatment details

Patient No Aneurysm location Vasospasm severity Days to vasospasm treatment No of vasospasm treatments Vessel segment angioplastied

1 Acom Severe 7, 8, 9 3 ICA, A1, A2, M1
2 A1 ACA Severe 5, 6, 7, 8, 10 5 ICA, A1, A2, M1, M2, V4, basilar
3 N/A Severe 8 1 V4, basilar
4 Basilar Severe 14 1 V4, basilar
5 MCA trifurcation Moderate 8 1 M1, M2

ACA, anterior cerebral artery; Acom, anterior communicating artery; ICA, internal carotid artery; MCA, middle cerebral artery.

Figure 1 Cerebral angioplasty of the anterior cerebral artery (ACA) using the Scepter XC balloon. (A) Cerebral angiogram prior to endovascular
vasospasm treatment demonstrating moderate vasospasm of the A1 (arrow) and A2 (arrowhead) segments of the left ACA. (B) Fluoroscopic image
demonstrating angioplasty of the A1 segment of the ACA with the Scepter XC (arrow). A Traxcess microwire is noted more distally in the A2 and A3
segments of the left ACA. (C) Fluoroscopic image demonstrating angioplasty of the A2 segment of the left ACA with the Scepter XC (arrow). A
Traxcess microwire is noted more distally in the A2 and A3 segments of the left ACA. (D) Cerebral angiogram following angioplasty of the left ACA
with the Scepter XC balloon demonstrates an improved caliber of the A1 (arrow) and A2 (arrowhead) segments of the left ACA.
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balloon to prolapse slightly into branching vessels, which
resulted in increased stability during balloon inflation.

The trackability, stability, and extra compliant balloon design of
the Scepter XC balloon facilitated safe and successful angioplasty
of the intracranial circulation in our hands. We were able to suc-
cessfully navigate the Scepter XC balloon into severely narrowed
anterior and middle cerebral arteries. Furthermore, we successfully
angioplastied very small vessels, including the A2 segment of the
anterior cerebral artery and the M2 segment of the middle cerebral
artery, without complication. However, we note that angioplasty
of the cerebral vessels distal to these segments is unlikely to be
prudent given the risk of vessel injury and rupture.

Careful planning prior to endovascular treatment of cerebral
vasospasm can lead to decreased procedure time and maximal
improvement in intracranial vessel narrowing. IA administration
of nicardipine or other calcium channel blockers may augment
the results of cerebral angioplasty. At our institution, we have
developed a protocol in which IA nicardipine is infused through
the guide catheter before and during cerebral angioplasty, which
maximizes pharmacological vasodilation and circulating nicardi-
pine levels and minimizes indwelling catheter time. Moreover,
the ability to administer additional IA nicardipine through the
lumen of the deflated Scepter XC balloon was beneficial in the

targeted treatment of distal M3 vasospasm after more proximal
vasospasm angioplasty in a single patient.

We experienced no procedure related complications in this
small series although arterial injury or rupture is a concern in all
cases of cerebral angioplasty. Previous studies have described a
1–4% risk of arterial rupture or dissection during angioplasty
for the treatment of cerebral vasospasm, although these studies
were performed with earlier generations of angioplasty bal-
loons.11 16 Theoretically, the improved stability of balloon infla-
tion and the extra compliant nature of the Scepter XC balloon
should be protective against arterial injury and vessel rupture. It
would be of interest to determine if the safety profile of cerebral
angioplasty is improved with the Scepter XC balloon. However,
much greater numbers of patients would be required to deter-
mine accurately the safety profile of the Scepter XC balloon in
the treatment of cerebral vasospasm.

There are a few shortcomings to the Scepter XC balloon.
First, the preparation of the balloon is somewhat time consum-
ing in order to ensure an absence of air within the device. Next,
the balloon has a 5 mm nose distal to the balloon that may limit
positioning of the balloon near vessel bifurcations. Lastly,
although not directly applicable to this study, the absence of a
coil marker on the catheter portion of the balloon is limiting

Figure 2 Cerebral angioplasty of the middle cerebral artery (MCA) using the Scepter XC balloon. (A) Cerebral angiogram prior to endovascular
vasospasm treatment demonstrating severe vasospasm of the M1 (arrow) and M2 (arrowhead) segments of the left anterior cerebral artery (ACA).
(B) Fluoroscopic image demonstrating angioplasty of the M1 segment of the ACA with the Scepter XC (arrow). A Traxcess microwire is noted more
distally in the M2 segment of the left MCA. (C) Fluoroscopic image demonstrating angioplasty of the M2 segment of the left MCA with the Scepter
XC (arrow). A Traxcess microwire is noted more distally in the M2 segment of the left MCA. (D) Cerebral angiogram following angioplasty of the left
MCA with the Scepter XC balloon demonstrates an improved caliber of the M1 (arrow) and M2 (arrowhead) segments of the left MCA.
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when using the Scepter XC in the treatment of cerebral aneur-
ysms. Ideally, these limitations in the Scepter XC balloon will be
improved with future generations of the device.

CONCLUSIONS
Cerebral angioplasty using the Scepter XC balloon in the treatment
of vasospasm following SAH is safe and effective, and there were
no complications in our series of five patients and 11 total angio-
plasty treatment sessions. The excellent trackability, stability, and
the extra compliant balloon design of the Scepter XC facilitated
successful angioplasty of distal intracranial vessels, including the A2
segment of the anterior cerebral artery and the M2 segment of the
middle cerebral artery. Moreover, the ability to infuse IA calcium
channel blockers through the central lumen of the Scepter XC pro-
vides an additional tool in the treatment of cerebral vasospasm.
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