
included mechanical thromboaspiration in addition to mechani-
cal thrombectomy with stent-retrievers, and one of the proce-
dures included intra-arterial TPA and thromboaspiration in
between stent-retriever attempts. Two cases required Y-stenting
due to recalcitrant clot burden at the bifurcation of a large
vessel (MCA bifurcation into superior and inferior M2 divi-
sions, and distal basilar artery into bilateral P1 segments; mRS
at 30 days was 0 and 1, respectively). The average time from
last seen well to recanalization with acute intracranial stenting
was 317 min + 187 min. Recanalization rates were AOL 2 in
85% (6/7) and AOL 3 in 15% of cases (1/7). Reperfusion
rates were TICI 3 in one case, TICI 2 B in 4 and TICI 2 A
in 2 cases. Supraselective intra-arterial eptafibatide was used
either before or immediately after stenting in 42% of cases
(3/7); daily aspirin after stenting was used in all cases (7/7);
and a combination of aspirin and clopidogrel was used in
71% of cases (5/7). There were two deaths: One as a result
of hemorrhagic transformation of the ischemic stroke with
subsequent malignant edema and the second one due to pro-
gression of stroke and withdrawal of care at the request of
the family. Modified Rankin Scale mRS £2 at 30 days was
achieved in 42% of the cases (3/7).
Conclusion Initial results suggest that acute intracranial stent-
ing may be beneficial in a subset of patients who present with
an ELVO and who have failed recanalization by means of
mechanical thrombectomy with stent-retrievers and/or throm-
boaspiration with large bore intracranial catheters.
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Purpose During minimally invasive embolization of brain
aneurysms the aneurysm sac is filled with metal coils. The
post-coiling cone-beam CT image quality is impaired by arti-
facts originating from the radiopaque metal mass. The artifact
streaks run through the brain parenchyma, which hampers
their inspection for hemorrhages and other events. Metal arti-
fact reduction improves the image quality of cone-beam CT
affected by streak artifacts. While several metal artifact reduc-
tion schemes have been described in the literature, there is lit-
tle objective quantitative evaluation on clinical data. In this
article we use pre- and post-coiling cone-beam CT data, and

apply a metric (peak signal-to-noise ratio) to quantify the
improvement in image quality.
Materials and methods For 22 retrospective aneurysm coiling
cases, cone-beam CT acquisitions prior and post embolization
were available. The former dataset was used as gold standard
reference to evaluate the latter without and with metal artifact
reduction. To this purpose the pre- and post-coiling datasets
were co-registered, and the brain cavity and coiling mass were
segmented. The metric was then applied to the non-coiled
brain parenchyma.
Results The mean squared error improved for 20 out of 22
patients after metal artifact reduction was applied. The average
mean squared error was reduced by 264 HU. The peak sig-
nal-to-noise ratio was improved by 6.8 dB. The average addi-
tional computation time for the metal artifact reduction
algorithm amounted 20 seconds.
Conclusion Metal artifact reduction has been found to objec-
tively improve the image quality quantified by the peak signal-
to-noise ratio for most patients. It is therefore considered a
useful tool for interventional use when the image contains
metal parts.
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Introduction Stroke is the fourth leading cause of death in the
United States and the most common life-threatening neurologi-
cal disease.1 Hemorrhagic stroke occurs in 13% of stroke
patients with the majority of these events being related to the
rupture of intracranial aneurysms.2 As many as 6% of the
general population may have an unruptured intracranial aneur-
ysm which, if left untreated, may lead to a neurological event
or death. The Surpass™ Flow Diverter was developed to treat
aneurysms not amenable to surgical or current standard endo-
vascular treatment.
Materials and methods The Surpass™ Flow Diverter System is
comprised of the Surpass™ Flow Diverter, the Surpass Deliv-
ery Catheter and Pusher, a second microcatheter that resides
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