
  1Akhunbay- Fudge CY, et al. J NeuroIntervent Surg 2020;0:1–6. doi:10.1136/neurintsurg-2019-015628

Original research

Endovascular treatment of wide- necked intracranial 
aneurysms using the novel Contour Neurovascular 
System: a single- center safety and feasibility study
christopher Yusuf akhunbay- Fudge    ,1,2 Kenan Deniz,1 atul Kumar Tyagi,1 
Tufail Patankar2

New Devices and Techniques

To cite: akhunbay- Fudge cY, 
Deniz K, Tyagi aK, et al. 
J NeuroIntervent Surg epub 
ahead of print: [please 
include Day Month Year]. 
doi:10.1136/
neurintsurg-2019-015628

1neurosurgery, leeds Teaching 
hospitals nhs Trust, leeds, UK
2interventional neuroradiology, 
leeds Teaching hospitals nhs 
Trust, leeds, UK

Correspondence to
Dr Tufail Patankar, interventional 
neuroradiology, leeds Teaching 
hospitals nhs Trust, leeds 
ls1 3eX, UK;  tufail. patankar@ 
btinternet. com

received 11 november 2019
revised 23 December 2019
accepted 4 January 2020

© author(s) (or their 
employer(s)) 2020. re- use 
permitted under cc BY- nc. no 
commercial re- use. see rights 
and permissions. Published 
by BMJ.

ABSTRACT
Background and purpose Wide- necked bifurcation 
aneurysms pose a significant challenge to the 
treating clinician. The contour neurovascular system 
embolization device is a novel tool for the treatment of 
such intracranial aneurysms. We report on our experience 
with this device.
Methods Prospective clinical and radiological data 
were collected for all patients treated with the contour 
device at our center. all our patients were treated on an 
elective basis.
Results We have treated 11 patients successfully with 
the contour device to date. all patients were women 
with a mean (sD) age of 65.0 (6.4) years. in total, four 
basilar tip, two internal carotid artery, three middle 
cerebral artery, one anterior communicating artery, and 
one superior cerebellar artery aneurysms were treated. 
at 1- year follow- up, complete occlusion (raymond class 
1) was seen in 55.56% (5/9) of cases, with 44.44% 
(4/9) having small neck remnants (raymond class 2). 
One patient declined 1- year catheter angiography and 
another had no further follow- up due to an unrelated 
medical condition. For six patients, 2- year radiological 
follow- up is available and shows stability. at 6 weeks, 
nine of the 11 patients had a modifed rankin scale 
score of 0, with two patients scoring 1 for headaches. 
Two patients had thromboembolic events, but there were 
no complications leading to permanent neurological 
disability or death. We additionally had three patients 
where the contour device was attempted but was unable 
to be successfully used.
Conclusion initial results are promising although larger 
case numbers and longer follow- up are necessary to 
draw further conclusions on the utility and risk profile of 
this new device.

INTRoDuCTIoN
Endovascular treatment (EVT) is currently recog-
nized as the preferred therapeutic modality for intra-
cranial aneurysms, and since the initial introduction 
of Guglielmi detachable coils over two decades ago, 
its position has been solidified by several notable 
studies.1–5 A plethora of new medical devices 
with varying indications have been developed for 
EVT.6–9 However, despite all these options, wide- 
necked bifurcation aneurysms (WNBA) still pose 
a significant challenge to the treating clinician. A 
recent meta- analysis found that complete occlusion 
rates following EVT of WNBA at 1 year were only 

39.8%, suggesting a continuing need for better 
treatment options.10

The Cerus Endovascular Contour Neurovascular 
System (CNS; Cerus Endovascular, Fremont, Cali-
fornia, USA) is a novel intrasaccular technology 
for treating intracranial aneurysms of varying 
morphology including WNBA. The device, shown 
in figure 1, is a dual- layer radiopaque nitinol 
memory mesh. Due to its unique shape, it acts as 
both a flow disrupter and a flow diverter and is 
designed to reconstruct the natural bifurcation 
of the artery. It can be deployed using current 
microcatheter technology and specifically targets 
the neck of the aneurysm. Figure 2 illustrates the 
authors’ suggested target zone of the device which, 
when placed accurately, avoids manipulation of 
what the authors believe to be the fragile dome of 
the aneurysm. Additionally, it has no parent vessel 
component and can be easily resheathed intraop-
eratively if desired by the operator. Detachment 
is achieved using an electrolytic device. Sizing is 
based primarily on the aneurysm neck size and 
maximum diameter, as shown in table 1. We report 
here our experience with the device, commenting 
on the angiographic and clinical outcomes, and 
discuss the efficacy and safety of the Contour 
device in relation to other devices available. To the 
best of our knowledge, this is the first human series 
with this new device.

MATeRIAlS AND MeThoDS
Case selection
We collected prospective clinical and radiological 
data for all patients treated with the CNS. Prior to 
treatment, all cases were discussed at our neurovas-
cular multidisciplinary team meeting. An aneurysm 
was considered for treatment if it was unruptured, 
had a wide neck, and the CNS was considered to 
be a viable treatment option among other options 
such as standard coiling. We defined wide- necked 
aneurysms as having a neck diameter of ≥4 mm or 
a dome- to- neck ratio of <2.11 12 If felt suitable for 
treatment with the CNS, the clinician proposing 
treatment met with and explained the treatment and 
all available alternatives to patients, including clip-
ping, Woven Endobridge (WEB; Sequent Medical, 
California, USA) and/or stent- assisted coiling. If, 
after discussion, patients agreed to proceed with the 
new device, they were scheduled for treatment. All 
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Figure 1 The Cerus Endovascular Contour Neurovascular System (A–
C) including angiographic view (D) showing detachment zone (arrow).

Figure 2 (A) Target zone of Contour Neurovascular System (CNS) 
device deployment at the intracranial aneurysm neck and within the 
equatorial plane. (B) Schematic representation of the CNS device with 
catheter attached. (C) Schematic representation of the CNS device 
deployed in the aneurysm showing expected flow diversion. (D) 
Schematic representation of angiographic view of the CNS device.

Table 1 Sizing guide for the Contour Neurovascular System

Catalogue number Aneurysm neck (mm)
Aneurysm width
(mm)

CNS05 −5 mm 2.0–3.0 2.0–3.5

CNS07 −7 mm 3.0–5.0 3.0–5.5

CNS09 −9 mm 4.0–6.0 5.0–7.5

CNS11 –11 mm 5.0–8.0 7.0–8.5

cases were treated on an elective basis and informed consent was 
obtained along with local ethics board approval.

To date, 14 patients have been treated with the CNS. Of these, 
three patients had attempted treatment using the CNS, but due 
to inability to use the device in those instances, other treatment 
methods were used. The specifics of these cases are described in 
more detail in the Results section.

Analysis
Baseline clinical data in the form of patient demographics, base-
line Glasgow Coma Scale (GCS), and modified Rankin Scale 
(mRS) were collected. Follow- up mRS at 6 weeks and any compli-
cations were recorded, along with immediate post- treatment, 
6- month, 1- year, and 2- year radiological follow- up in the 
form of catheter angiography. In some circumstances contrast- 
enhanced MR angiography was used as well, but we currently 
do not routinely use CT angiography as part of our follow- up. 
Occlusion was quantified using the recognized Raymond–Roy 
Class classification,.13 Class 1 denotes complete occlusion, Class 
2 denotes neck remnant, and Class 3 is a residual aneurysm. 
Class 1 and Class 2 occlusion were considered satisfactory given 
the good clinical outcomes described in recent studies, although 
this is in relation to aneurysms treated with coils and not intra-
saccular devices,.14 15

Procedural technique
All cases were performed by the senior author under general 
anesthetic via standard common femoral artery puncture and 
an 8F sheath insertion. We do not currently prep patients with 
antiplatelets prior to the procedure. Intraoperatively, all patients 
received 5000 units of IV heparin and the activated clotting 
time was monitored and kept within 2–2.5 times the patient’s 
baseline. Typically a 6F NeuroMax (Penumbra, Alameda, Cali-
fornia, USA) guide sheath was navigated into the target main 
artery (eg, internal carotid). Distal access catheters comprised 
either 6F Navien (Covidien, Mansfield, Massachusetts, USA), 
Cat6 (Stryker Neurovascular, Kalamazoo, Michigan, USA), or 
Benchmark (Penumbra, Alameda, California, USA). Microcath-
eter work was done with an XT-27 (Stryker Neurovascular) or 
a Headway-27 (Microvention Neurovascular, Aliso Viejo, USA) 
microcatheter and a Synchro 14 guide wire (Stryker Neurovas-
cular). All work was done using biplane imaging. After initial 
diagnostic runs, aneurysm sizing was done using an intraop-
erative three- dimensional rotational angiogram. This allowed 
CNS sizing and access planning. The device was oversized to 
the equatorial plane of the aneurysm using the sizing chart in 
table 1. The correctly sized CNS device was carefully inserted 
and deployed at the aneurysm neck once in a stable position. If 
incorrectly deployed, the device was resheathed and redeployed 
in the correct position. This is done to prevent manipulation 
of the device once deployed. After deployment, post- procedural 
(immediate and delayed) angiographic runs were performed to 
assess device placement and for flow/stasis within the aneurysm 
and to monitor for any immediate complications. We did not 
routinely use post- procedural dyna CT. Intraoperatively, 500 mg 
of IV aspirin was given and the patient was discharged on 6 
weeks of 75 mg aspirin. Follow- up catheter angiography was 
subsequently arranged at 6 months, 1 year and 2 years.

Cerus Endovascular provided our institution with the Contour 
Neurovascular Devices for evaluation, but was not involved in 
the production of the manuscript.
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Table 2 Summary of clinical and radiological results of Contour Neurovascular System series

ID lesion location

Aneurysm dimensions

AR DNR
Device
size

Raymond–Roy class

Neck (mm) Width (mm) height (mm) Month 6 Month 12 Month 24

01 ICA 2.4 3.5 4.3 1.8 1.5 7 Class 1 Class 1 Class 1

02 ICA 3.9 8.7 9.1 2.3 2.2 9 Class 2 Class 2 Class 2

03 Basilar 3.2 6.7 7.8 2.4 2.1 11 Class 1 Class 1 Class 1

04 SCA 3.6 5.1 6.7 1.9 1.4 9 Class 2 Class 2 Class 2

05 Basilar 2.7 4.2 5.5 2.0 1.6 9 Class 1 Class 1 Class 1

06 Basilar 3.5 5.9 6.5 1.9 1.7 11 Class 3 n/a n/a

07 ACOM 3.2 4.3 5.8 1.8 1.3 7 Class 1 Class 1 n/a

08 MCA 5.4 10.2 12.0 2.2 1.9 11 Class 3 Class 1 n/a

09 MCA 4.4 7.5 13.0 3.0 1.7 11 Class 3 Class 2 n/a

10 MCA 4.8 6.5 7.1 1.5 1.4 11 Class 2 n/a* n/a

11 Basilar 4.0 3.8 6.1 1.5 1.0 7 Class 2 Class 2 Class 2

*Occluded on 1 year MR angiography.
ACOM, anterior communicating artery; AR, aspect ratio (height/neck); DNR, dome/neck ratio (width/neck)); ICA, internal carotid artery; MCA, middle cerebral artery; SCA, superior 
cerebellar artery.

ReSulTS
In our series of 11 patients treated with the CNS device since 
February 2017, all our patients were women with a mean (SD) 
age of 65.0 (6.4) years. All patients were treated on an elective 
basis for incidentally found aneurysms, with one patient (Case 
1) having suffered a previous subarachnoid hemorrhage. All 
patients had a pretreatment GCS of 15 and an admission mRS 
of 0. In total, four basilar tip, two internal carotid artery (ICA), 
three middle cerebral artery (MCA), one anterior communicating 
artery (ACOM) and one superior cerebellar artery (SCA) aneu-
rysms were treated. All aneurysms apart from those of patients 
2 and 3 met our criteria for wide- necked aneurysms. These two 
were included in our series as they were on the borderline of our 
definition and still felt to be appropriate for treatment with the 
CNS device. In all 11 cases only one CNS device was used and 
no adjuvant devices were required. At 6 weeks, nine of the 11 
patients had an mRS score of 0, with the other two having an 
mRS score of 1 for headaches. At 6 months only one patient had 
an mRS score of 1 for residual headaches. Immediate postopera-
tive angiography demonstrated stasis in all aneurysms, however 
with still some evidence of filling in the aneurysm (Raymond 
Class 3). On 6- month catheter angiography, complete occlusion 
(Raymond Class 1) was seen in four of the 11 patients, with four 
having small residual necks (Raymond Class 2). The remaining 
three cases showed persistent filling in the aneurysm at 6 months. 
For patient 6, intraoperatively it was felt that the device was 
attached to the wall on deployment and therefore in a good posi-
tion, but on follow- up imaging it was apparent that this had been 
misjudged resulting in continued filling of the aneurysm. Later 
this patient was diagnosed with new frontal lobe dementia and 
so further follow- up imaging and retreatment was not possible. 
For patients 8 and 9, 1- year catheter angiography showed 
progressive occlusion of the aneurysm so no further treatment 
was required. Apart from cases 7, 8 and 9, we also have 2- year 
catheter angiography results available which show stability in the 
occlusion of the aneurysms with the CNS device.

We therefore demonstrated a complete occlusion rate at 1 year 
of 55.56% (5 out of 9 cases) with 44.44% with small neck 
remnants (4 out of 9 cases). Additionally, none of the follow- up 
imaging to date showed any device movement in any of the 
cases, suggesting the implant is stable once placed in the aneu-
rysm. A summary of the results for our series is shown in table 2.

There have been no cases of postoperative ipsilateral major 
stroke, aneurysmal rupture, or death due to neurological causes. 
There were, however, a few cases in which problems were 
encountered. Patient 5 re- presented to our department a week 
after the procedure with transient ischemic attack- like symp-
toms and, on investigation with MRI, was found to have two 
small cerebellar infarcts. All symptoms completely resolved and 
the patient had no residual neurology and was discharged on 6 
weeks of aspirin and 3 months of clopidogrel. Patient 10 had 
a difficult procedure with two failed attempts at CNS place-
ment before the final 11 mm device was suitably sited. Soon 
after waking up the patient was found to have focal neurology 
suspicious of a thromboembolic event. Immediate repeat angiog-
raphy demonstrated a clot in the MCA, which was treated with 
5 mg IV abciximab. The patient woke with no deficits and was 
discharged on 2 months of aspirin and clopidogrel. This patient 
was troubled with post- procedural headaches and subsequently 
chose to leave the study and declined further follow- up catheter 
angiograms. It was felt that these symptoms were not related 
to the CNS device and the patient was subsequently diagnosed 
with generalised anxiety disorder following neurology review. 
The adverse events are summarised in table 3.

In table 4 we have detailed the three cases that were attempted 
to be treated unsuccessfully with the CNS along with the encoun-
tered problems. Case 12 was initially recommended for either 
clipping or stent- assisted coiling but declined. This was not an 
ideal case for the CNS device, but it was attempted nonetheless. 
Achieving a working projection was difficult due to intracranial 
artery geometry and there was difficulty in catheterizing with the 
XT 27 catheter so coils were attempted, although unsuccessfully, 
instead. In case 13, the difficulty was the aneurysm was too far 
for the catheter to reach and the vessels were tortuous. Following 
the procedure it was felt in hindsight this case was also not an 
appropriate one for the CNS device due to difficult anatomy. In 
case 14, the CNS did not fit the wall of the aneurysm correctly 
and would have given suboptimal results if left in situ. Therefore 
the decision was made to revert to a WEB device. Following 
the procedures, on reflection, it was felt by the authors, while 
the aneurysms themselves might be amenable to the CNS, if the 
vessels themselves are tortuous they may not be easily navigable 
with a 0.027 microcatheter. There were no other specific vari-
ables affecting treatment failure that we have come across so far. 
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Table 3 Summary of adverse events

ID

Thromboembolic events Intraprocedural 
rupture Morbidity MortalityA SS SWS

01 No No No No No No

02 No No No No No No

03 No No No No Headaches No

04 No No No No No No

05 No No Yes No No No

06 No No No No No No

07 No No No No No No

08 No No No No No No

09 No No No No No No

10 No No Yes No Headaches No

11 No No No No No No

A, asymptomatic; SS, symptomatic with sequelae; SWS, symptomatic without 
sequelae.

Table 4 Summary of failed cases with the Contour Neurovascular System

ID lesion location

Aneurysm dimensions

AR DNR Procedural difficulties
Neck 
(mm)

Width 
(mm)

height 
(mm)

12 MCA 3.3 4.6 4.4 1.3 1.4 Unable to catheterize with XT 27 catheter so coils were attempted. Despite eventual 
catheterization with Echelon 10 microcatheter, balloon inflation and attempts with 
multiple coils, the procedure was felt to be high risk of stroke and abandoned

13 Pericallosal 3.7 6.6 5.5 1.5 1.8 Inability to catheterize aneurysm with XT 27 catheter therefore successfully reverted to 
coiling

14 MCA 5.1 6.3 7.2 1.4 1.2 An XT 27 was navigated into the aneurysm. There were two failed trials with two 11 mm 
Contour devices. Subsequently a 9×4 mm WEB was used but was not suitable and an 
8×3 mm WEB was used instead with good clinical and radiological outcomes

AR, aspect ratio (height/neck); DNR, dome/neck ratio (width/neck); MCA, middle cerebral artery.

Figure 3 Case 1. (A) Three- dimensional reconstruction of the internal 
carotid artery aneurysm. (B) Angiographic view of untreated aneurysm. 
(C) Microcatheter at aneurysm neck. (D) 7 mm Contour Neurovascular 
System deployed within aneurysm. (E) Early angiographic view 
showing signs of stasis. (F) Six- month follow- up MRI showing complete 
occlusion, although with artefact. (G) Six- month follow- up angiogram 
showing complete occlusion and flow diversion. (H) Angiographic view 
showing device remains in good position.

These particular cases formed part of the learning process going 
forward at our unit.

As an illustrative case, patient 1 initially presented with 
a subarachnoid hemorrhage from an ACOM aneurysm. On 
angiography the patient was also found to have an incidental 
terminal ICA aneurysm, which was being managed conserva-
tively. Following 2 years since the original treatment, the ICA 
aneurysm had slightly increased in size so the MDT decision was 
to offer treatment. The patient consented and underwent treat-
ment with the CNS. At 6 months, 1 year and 2 years, imaging 
showed complete occlusion and the patient remained GCS 15 
with no neurology. The pre- and post- angiographic images are 
shown in figure 3.

DISCuSSIoN
WNBAs continue to be technically difficult targets for the 
endovascular clinician.10 16 A recent multicenter American core 
laboratory- adjudicated study of 115 patients demonstrated 
adequate occlusion rates of between 40% and 63% with retreat-
ment rates during their follow- up period of 8.7%.17 This study 
was limited as it reviewed only wide- necked MCA or basilar tip 
aneurysms treated with simple coils, balloon or stent- assisted 
coiling. Treatment of WNBAs using simple coils alone without 
adjuncts has disadvantages of coil instability and prolapse over 
time, risking the parent artery.7 16

Over the years, as previously alluded to, various adjuncts such 
as balloons and stents to assist the coiling process have been used 

with varying results.18–20 Devices such as the PulseRider (Pulsar 
Vascular, California, USA) and the pCONus (Phenox GmbH, 
Bochum, Germany) have been used to assist in stabilization 
of the coil mass in WNBAs.7 21 A recent systematic review of 
the PulseRider found that, in 63 patients, there was a 61.3% 
complete occlusion rate with a 7.9% complication rate.22 Two 
recent series on the pCONus device have described their results 
in wide- necked MCA and ACOM aneurysms.21 23 Labeyrie et al 
report that in their series of 36 patients with wide- necked ACOM 
aneurysms, their complete occlusion rate was 56% with a compli-
cation rate of 11%.21 Gory et al report on their series of 40 MCA 
aneurysms with a 67% complete occlusion rate and complication 
rate of 2.5%.23 Both had significant retreatment and recanali-
zation rates. In comparison, our series show similar complete 
occlusion rates. It is important to note that these devices cannot 
be directly compared with the CNS given the differing modes 
of action, but instead highlight a benefit of the CNS which is 
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designed to provide flow diversion the neck of the aneurysm due 
to the double braiding device structure. While long- term anti-
platelets for flow diverters can be reduced or stopped after a few 
years, the CNS in our experience needs antiplatelet therapy only 
for a short term in the periprocedural period. It also removes the 
need for additional coils to occlude the aneurysm. Interestingly, 
we have also observed progressive occlusion of the aneurysms 
treated with the CNS in our series, which is similar to findings in 
aneurysms treated with flow diverters24 and is an advantage over 
the WEB device in our personal experience.

Lawson et al have previously reported on the WEB device, 
which is a similar intrasaccular embolization device that has 
been increasingly used for the treatment of WNBAs due to its 
flow diversion and flow disruption properties.6 The results 
showed adequate occlusion of between 73% and 77%. Other 
early results from other centers showed adequate occlusion rates 
between 75% and 89%. One series reported an aneurysm occlu-
sion worsening rate of 7% and another quoted a retreatment 
rate of 16.7%, but these series also included ruptured aneurysms 
in the case mix.25 26 A recent multicenter series of 113 patients 
treated with the WEB reported complete occlusion rates of 56% 
with a complication rate of 2.7% at 1 year.27

In comparison, our results indicate modest complete occlu-
sion rates of 55.56%, with some patients having small neck 
remnants. The significance of these neck remnants requires 
longer follow- up, but so far on our initial 2- year data, these 
appear to remain stable. With this caveat in mind, our results 
so far demonstrate all our patients have either Raymond–Roy 
Class 1 or 2 occlusion at follow- up, which suggests early 
evidence for better adequate occlusion rates than the WEB 
device. In our opinion, one of the main advantages the CNS 
offers over other available devices is that it is comparatively 
easy to size. For the WEB device, the height of the aneu-
rysm has to be factored in along with the anteroposterior and 
lateral dome width, and while the aneurysm neck width is 
not required for sizing, it can sometimes affect the choice 
of WEB device size as well. With the CNS device, only the 
widest diameter of the aneurysm and neck width are needed 
for sizing and, in our experience, we suggest that if there 
is any sizing doubt, to oversize the device to the equatorial 
plane. Consequently, a range of aneurysm morphologies can 
be treated with a relatively small number of device sizes, as 
shown in table 1. Additionally, the device allows the treat-
ment of WNBAs without the need for adjuvant devices due 
to its ability to disrupt flow in the aneurym as well as divert 
flow at the neck of the aneurysm, resulting in reduced oper-
ative time. As it has no major parent vessel component, this 
removes the need for lifelong antiplatelet therapy, which is 
a distinct advantage over devices such as the PulseRider and 
pCONus and, indeed, any stent- assisted coiling technology. 
The radio- opaque marker at the detatchment zone that sits 
in the parent vessel could be reasonably considered to be a 
nidus of thrombus formation, but in our experience with this 
device and the WEB (which has a similar marker), we have 
not seen this happen. Indeed, for appropriate placement of 
the device, the marker should ideally be seen in the parent 
vessel to ensure complete exclusion of the aneurysm neck. 
The device is also technically relatively simple to use and can 
use standard 0.027 microcatheter technology. This specific 
aspect could be considered a disadvantage by some readers 
given the relatively large size of the 0.027 microcatheter and, 
indeed, as evidence in our three failed cases, but it is hopeful 
that compatible 0.017 microcatheters will soon be available 
for use.

In our series we also found no evidence of device compression 
over time, which is a known problem that can occur with coils 
and the WEB device.28 The device position and shape remained 
unchanged in all cases. We believe that oversizing the device 
to the aneurysm is crucial to this as it subsequently prevents 
displacement and migration of the device into the aneurysm 
following deployment. In our limited experience we believe the 
device should not be manipulated once deployed in the aneu-
rysm to adjust position, and if it is felt the placement is subop-
timal, then it should be resheathed and redeployed in a more 
satisfactory position.

One of the limitations of the device is that it has not yet been 
used in the acute setting. However, the WEB device, which was 
initially used in an elective setting, was subsequently shown to 
have benefit in the acute setting.25–27 Similarly, while the authors 
think it is still very premature to use the CNS in an acute setting, 
more data and studies will be needed to assess the role of the 
CNS in the management of ruptured aneurysms. One disadvan-
tage of the device we found is that MRI is not as useful as cath-
eter angiography currently to follow up the CNS device due to 
the presence of some artefact on MRI due to the detachment 
zone (figure 3F).

The study limitations are that, with the small sample size, the 
clinical and radiological outcomes, while encouraging, need to 
be reassessed once more long- term data are available on larger 
sample sizes. While there were thromboembolic complications 
reported in two patients, these had no residual clinical implica-
tions and all patients had an mRS score of 0–1 at 6 weeks with 
no reported changes at 6 months. Our initial protocol was to 
put all patients on a 6- week course of aspirin postoperatively, 
although this may need to be altered over time as more data 
become available. We are also considering if routine premedica-
tion with antiplatelet agents may be helpful in the run- up to the 
procedure and, in particular with the failed cases, in retrospect 
this may have been helpful as it could have allowed the utiliza-
tion of other devices in the case of failure of CNS deployment. 
Longer term follow- up is essential, but despite this, we do not 
foresee the need for lifelong antiplatelets with the CNS. Addi-
tionally, aside from our experiences with the CNS device, it is 
important to note that surgical clipping is still a viable treatment 
option for the treatment of wide- necked aneurysms and should 
always be considered.12

The device has been found to be stable at 2- year catheter angi-
ography with good occlusion and acceptable safety outcomes 
in our patients, suggesting it could be a good alternative to 
the existing intrasaccular WEB device and other embolization 
technology.

CoNCluSIoNS
Our early experience with the Contour device in the treatment 
of WNBAs looks promising and our series represents some of 
the first patients ever treated with the new device. The sizing of 
the device is relatively easy, making procedural planning simple, 
and the device is stable and relatively safe to use. It is also easy 
to navigate into the aneurysm using current 0.027 microcathe-
ters. Long- term follow- up data will be crucial to assess this novel 
technology in the treatment of WNBAs as a safe and effective 
alternative to existing technology.

Contributors cYa- F: acquisition, analysis, interpretation of data, drafting, and 
revision of submitted manuscript. KD: interpretation of data, critical review, and final 
approval of manuscript. aKT: interpretation of data, critical review, and final approval 
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