Original research

Iatrogenic air embolism: influence of air bubble size on cerebral infarctions in an experimental in vivo and numerical simulation model

Tabea C Schaefer,1,2 Svenja Greive,1 Claas Bierwisch,2 Shoya Mohseni-Mofidi,3 Sabine Heiland,1 Martin Kramer,2 Markus A Möhlenbruch,1 Martin Bendszus,1 Dominik F Vollherbst1

ABSTRACT

Background Cerebral infarctions resulting from iatrogenic air embolism (AE), mainly caused by small air bubbles, are a well-known and often overlooked event in endovascular interventions. Despite their significance, the underlying pathophysiology remains largely unclear.

Methods In 24 rats, AEs were induced using a microcatheter, positioned in the carotid artery via femoral access. Rats were divided into two study groups, based on the size of the bubbles (85 and 120 µm) and two sub-groups, differing in air volume (0.39 and 0.64 µl). Ultra-high-field magnetic resonance imaging (MRI) was performed 1.5 hours after intervention. MRI findings including the number, single volume and total volume of the infarctions were assessed. A software-based numerical simulation was performed to qualitatively assess the microvascular pathomechanisms.

Results In the study groups 22 of 24 rats (92%) revealed cerebral infarctions. The number of infarctions per rat was higher for the smaller bubbles, for the lower (medians: 5 vs 3; p=0.049) and higher air volume sub-groups (medians: 6 vs 4; p=0.012). Correspondingly, total infarction volume was higher for the smaller bubbles (1.67 vs 0.5 mm³; p=0.042). Simulations confirmed the results of the experiments and suggested that fusion of microbubbles to larger bubbles is the underlying pathomechanism of vascular occlusions.

Conclusion In iatrogenic AE, the size of the bubbles can have a major impact on the number and total volume of cerebral infarctions. These findings can help to better understand the pathophysiology of this frequent, often underestimated adverse event in endovascular interventions.

WHAT IS ALREADY KNOWN ON THIS TOPIC

⇒ Cerebral infarctions caused by iatrogenic air embolism during endovascular interventions are a known risk, but the underlying pathophysiology remains largely unclear.

WHAT THIS STUDY ADDS

⇒ In this systematic experimental study, it was shown that the air bubble size has a major influence on the number and volume of infarctions. This could be confirmed and explained by software-based numerical simulation.

HOW THIS STUDY MIGHT AFFECT RESEARCH AND PRACTICE

⇒ Through a better understanding of the pathophysiology of iatrogenic air embolism, prophylactic and therapeutic strategies can be developed based on these findings.

INTRODUCTION

Iatrogenic air embolism (AE) to the brain is a frequent, often underrated event in a variety of frequently performed endovascular interventions at the proximal aorta, the aortic arch and especially at the brain-supplying vessels, such as thoracic endovascular aortic repair (TEVAR), diagnostic cerebral angiographies, carotid artery stenting (CAS), and hemorrhagic or ischemic stroke treatments.1-3

Cerebral air embolism is of particular importance because of the poor collateralization of the terminal cerebral vasculature, the relatively short ischemic tolerance of brain parenchyma and the fact that even small infarctions in eloquent areas can lead to disabling ischemic strokes. The brain infarctions resulting from microemboli (gaseous or solid), which can be detected in magnetic resonance imaging (MRI), mostly as small punctuate lesions in diffusion-weighted imaging (DWI), are observed in up to 46% after cardiac procedures and can reach up to 67% after the implantation of flow diverters to treat intracranial aneurysms.4-7 The origin of the DWI lesions, however, is often not clear and they can also be explained by solid microemboli. Nevertheless, AEs are considered to be a major contributor to these ischemic lesions.1-3 This assumption is supported by the observation that the majority of embolic events during carotid angiograms occur during catheter flushing and injection of contrast material and not during navigation of the wires and catheters8 and by studies using transcranial Doppler measurements showing that most embolic signals during TEVAR, carotid endarterectomy and CAS are gaseous.6-9 While most of the aforementioned studies assessed DWI lesions of any origin, a recent study directly assessed air embolisms using CT in patients receiving cerebral angiography for acute ischemic stroke treatment. The study found an air embolism rate of 16%.10

Correspondence to Dr Dominik F Vollherbst, Department of Neuroradiology, Heidelberg University Hospital, Heidelberg, 69120, Germany; dominik.vollherbst@med.uni-heidelberg.de

Received 28 June 2023
Accepted 10 August 2023

© Author(s) (or their employer(s)) 2023. Re-use permitted under CC BY-NC. No commercial re-use. See rights and permissions. Published by BMJ.
The infarctions caused by AE are often clinically silent, but rarely they can lead to ischemic strokes, ranging from subtle motoric or neurocognitive impairments to disabling cerebral infarctions.\textsuperscript{11,12} Despite the high relevance of this adverse event, there is only little research on this field and the pathophysiology of ischemia due to AE and pathomechanisms of AEs are only poorly understood. It is known and obvious that the larger the applied air volume, the higher and larger the cerebral infarctions.\textsuperscript{11} But apart from that, only little is known on factors influencing the cerebral damage by iatrogenic AE.

The aim of this study was to investigate the impact of the size of air bubbles on cerebral infarctions in a novel experimental in vivo model.

\section*{MATERIAL AND METHODS}

\subsection*{Generation and detection of air bubbles}

Air bubbles were produced and automatically measured in real time using an established model which was described previously in the literature.\textsuperscript{13} With the aid of a microfluidic channel system (MCS) and a microfluidic pump, air bubbles were produced precisely and reproducibly. Bubble size could be influenced and regulated by the height and width of the MCS and by the pressures for liquid and air, which can be adjusted on the microfluidic pump.

In this study, we aimed to generate air bubbles with a target size of 85 $\mu$m and 120 $\mu$m, respectively. For the 85 $\mu$m bubbles, a channel dimension of 11 $\mu$m $\times$ 64 $\mu$m was used with pressures of 600 mbar (liquid) and 300 mbar (air). To produce the 120 $\mu$m bubbles we used 25 $\mu$m $\times$ 72 $\mu$m channels with pressures of 350 mbar (liquid) and 250 mbar (air).

\subsection*{Study groups}

The design of the study groups is summarized in Table 1. A total of 27 Wistar rats were used in this study. Twenty-four rats were allocated to the study groups (equal sex distribution in each group; average weight: 350 g) and three rats served as the control group. The study groups consisted of 12 rats each with an air bubble size of 85 $\mu$m and 120 $\mu$m, respectively, and a total of four sub-groups of six animals, differing in the volume of induced air (high volume: 0.64 mL and low volume: 0.39 mL) and thus the number of induced air bubbles. When converted by brain mass (rat: 2 g, human: 1450 g), this corresponds to 0.28 mL and 0.47 mL in a human. In all groups, the site of application of the air bubbles was the left common carotid artery (CCA). The rats in the control group were already used in a previous work.

\subsection*{Animal procedure}

All experiments were performed in accordance with the Guide for the Care and Use of Laboratory Animals (Directive 2010/63/EU of the European Parliament). State Animal Care and Ethics Committee approval was obtained (registry number: 35–9185.81/G-183/20).

The rats were anesthetized with an intraperitoneal injection of 100 mg/kg ketamin (Ketamin 10%, Pharmavano, Austria) and 5 mg/kg xylazin (Xylariem, Ecuphar GmbH, Germany). Between the endovascular procedure and the MRI, the rats were observed for behavioral changes, paresis or other signs of neurologic damage. During MRI anesthesia was performed using isoflurane (Isofluran CP, 1 mL/mL, CP-Pharma, Germany) with an initiation dose of 4% and a maintenance dose of 1 to 2%.

\subsection*{Endovascular procedure}

Catheterization of the CCA was performed via the femoral artery using the Seldinger technique. After surgical exposure and incision of the vessel, a 26 G peripheral catheter (BD Neoflon, Heidelberg, Germany) was inserted into the femoral artery, following the insertion of a 0.014-inch microguidewire (Traxcess 14; MicroVention, Aliso Viejo; USA). After positioning the guidewire in the abdominal aorta, the 26 G catheter was removed. Afterwards a 156 cm/0.0165-inch microcatheter (Headway Duo; MicroVention) was inserted over the guidewire. The catheter was then positioned in the left CCA using the microguidewire. A manually modified syringe-catheter interface adapter was used to contact the hub of the microcatheter and the outlet tube of the MCS to inject the air bubbles. Afterwards either 1200 bubbles with a size of 85 $\mu$m (Group 85L), 2000 bubbles with a size of 85 $\mu$m (Group 85H), 426 bubbles with a size of 120 $\mu$m (Group 120L), or 711 bubbles with a size of 120 $\mu$m (Group 120H) were injected into the vascular system (duration of injection: 5 s; injection speed: 0.1 mL/s). After the air bubbles were injected the microcatheter was removed, the vessel was ligated, and the skin was stitched up with a continuous suture. In the rats in the control group, the microcatheter was also advanced into the left CCA and a diluted contrast agent without air bubbles was injected. All procedures were carried out under the fluoroscopic guidance (ARTIS icono or SIREMOBIL Compact L; Siemens Healthineers, Erlangen, Germany) and

| Table 1 | Study groups and summary of the quantitative results |
| Group 85 | Group 85H | P-values | Group 120L | Group 120H | P-values |
| Sub-group | Group 85 | Group 85H | | | | |
| Air bubble size | 85 $\mu$m | 85 $\mu$m | -- | 120 $\mu$m | 120 $\mu$m | -- |
| Air volume | 0.39 $\mu$l | 0.64 $\mu$l | -- | 0.39 $\mu$l | 0.64 $\mu$l | -- |
| Air bubble number | 1200 | 1200 | -- | 426 | 711 | -- |
| Number of infarctions | 5.0 (3.5; 5.0) | 3.0 (0.0; 3.0) | 0.049 | 6 (5.75; 6) | 4 (3.5; 4) | 0.012 |
| Volume of infarctions* (mm$^3$) | 0.32 (0.16; 0.58) | 0.3 (0.17; 0.66) | 0.274 | 0.2 (0.11; 0.32) | 0.24 (0.14; 0.4) | 0.419 |
| Total infarction volume$^1$ (mm$^3$) | 1.67 (0.71; 6.47) | 0.5 (0.9) | 0.042 | 2.16 (1.54; 6.47) | 1.1 (0.94; 5.13) | >0.999 |

Quantitative data are presented as medians with interquartile range (median first quartile; third quartile).  
*Volume of the single infarctions.  
$^1$Total infarction volume per rat.
under continuous flush of the catheter with saline. No heparin was added to the flush to minimize factors which could potentially influence the resulting cerebral alterations.

MRI
MRI was performed using a 9.4 Tesla small animal MR system (Bruker Biospec 94/20; Bruker Biospin, Ettlingen, Germany) 1 hour after the endovascular procedure. The following MRI sequences were performed: 3-dimensional time-of-flight (TOF) angiography, T2-weighted sequences (with 0.5 mm and 0.1 mm slice thickness, respectively), diffusion-weighted imaging (DWI) sequences, T1-weighted sequences before and after the application of a contrast agent, and a susceptibility-weighted sequence. T2-weighted sequences were performed as the first and last sequence within the protocol to improve the rate of detection of brain infarctions and other signal abnormalities. For contrast enhanced sequences 0.2 mmol/kg body weight of gadoteric acid (Dotarem; Guerbet, Villepinte, France) was administered intravenously via a venous tail vein catheter.

Study goals
The goal of our study was to investigate the influence of the air bubble size on the number and size of ischemic brain infarctions using two different volumes of air. For this purpose, the following data was collected and compared: the number of infarctions per rat, the volume of the respective infarctions, the total infarction volume per rat and the infarct pattern assessed in MRI using T2-weighted and DWI sequences.

Semi-automated segmentation of each infarction was carried out in T2 weighted 3D sequences 1.5 hours after induction of the air bubbles using the Medical Imaging Interaction Toolkit (MITK; German Cancer Research Center (DKFZ), Heidelberg, Germany) by TS and DFV with 2 and 9 years of experience in diagnostic radiology, respectively. Furthermore, MRI sequences were evaluated regarding visualization of intravascular or intracerebral air, vessel occlusions or other abnormal changes.

Statistics
GraphPad Prism (La Jolla, USA; version: 7.04) was used for this statistical analysis. Quantitative data are presented as medians with interquartile range (median (first quartile; third quartile)). To evaluate statistical differences between the study groups (Group 85L vs Group 120L; Group 85H vs Group 120H), the ANOVA test was performed. A P-value of 0.05 was defined as the threshold for statistical significance. P-values should be interpreted descriptively.

Simulation
Using the numerical simulation software SimPARTIX, designed to analyze the transient dynamics of multi-physics systems, the behavior of air bubbles within a vascular model was investigated independent of the in vivo studies. The virtual model consisted of a vascular network, originating from one vessel with 400 µm diameter, which branches dichotomously four times (diameters after the first, second, third and fourth branching: 320, 256, 205 and 164 µm, respectively), resembling the vascular network of the brain-supplying vessel of the rat. These diameters were selected as they are similar to the diameters of the internal carotid artery (ICA) and its branches (eg, anterior and middle cerebral artery) in the rat. The numerical simulations are based on the smoothed particle hydrodynamics method. A multiphase scheme is used to stabilize the density difference within the flowing media. Blood is modeled as a homogenized Newtonian fluid with a density of 1060 kg/m³ and a dynamic viscosity of 3.5 mPa·s. The respective interface tensions of blood/air, blood/wall and air/wall are 56 mN/m, 10 mN/m and 70 mN/m which results in complete wetting of the vascular walls by the blood, that is, a contact angle between blood and wall of zero degrees. The spatial resolution of the simulations is 10 µm while the temporal resolution is 0.5 µs. Simulations were performed using a number of 50 bubbles with a diameter of 85 µm and 25 bubbles with a diameter of 120 µm analogous to the in vivo experiments. The flow is driven by a pressure gradient of 60 kPa/m which is numerically expressed as a volumetric force acting on the blood and air.

RESULTS
All procedures were performed as planned. No adverse events occurred during the interventions. During the short time between the endovascular procedure and MRI, in which the rats were awake, no behavioral changes or neurological symptoms were observed.

Imaging findings
Imaging findings are summarized in figure 1. Infarctions in MRI were detected as T2-hyperintense lesions. In TOF-angiography no occlusion of cerebral vessels was observed and susceptibility-weighted sequences did not show any signal alterations being consistent with intravascular or intraparenchymal air or blood.

Number of infarctions
The numbers of infarctions are summarized in table 1 and illustrated in figure 2. Cerebral infarctions were detected in 22 of 24
The videos of the numerical simulations are available as online supplemental materials. A simulation using 85 µm bubble diameters is summarized in figure 3A, and a comparison between a case using bubble diameters of 85 µm and 120 µm, respectively, is shown in figure 3B.

The simulations showed that the fusion of multiple small air bubbles leads to the development of larger bubbles. The fusion occurs especially at branchings where the blood velocity decreases because of continuity along the increasing total flow cross section. The large bubbles eventually occlude the terminal vessels. This finding was observed both for the simulations using 85 and 120 µm bubbles. Comparing the simulations between these different bubble diameters, using 85 µm bubbles, eight terminal vessels were occluded, while this was observed for only six terminal vessels using 120 µm bubbles.

**DISCUSSION**

In this study investigating iatrogenic air embolism in an experimental in vivo model, we systematically analyzed the influence of air bubble size at two different air volumes. It could be demonstrated, that the size of the air bubbles has a major impact on the number of the resulting brain infarctions, while the size of the single infarctions and their distribution is similar comparing different air bubble sizes.

Endovascular interventions at vessels supplying the brain (eg, carotid and intracranial arteries) or upstream of them (eg, aortic valve and aortic arch) belong to the most frequently performed vascular procedures worldwide. Many efforts are being made to analyze, avoid and prevent complications during these interventions.21 Actions to prevent iatrogenic AE include a continuous flush of the catheters which are being used, careful visual inspection of syringes used for injection, air filters and specific flushing systems for TEVAR devices.17 18 These efforts can reduce the rate of AE, but as mentioned in the introduction, AEs still occur frequently.

The work published by Furlow in 1982 was one of the first experimental studies on air embolisms using air emboli of 5 µL injected directly into the ICA using a direct cervical access.19 This work can be regarded as a pioneer study in this research field as several later studies basically adapted Furlow’s air embolism model. In most of these later studies, air bubbles were produced simply by manual mixing of liquid and air in a syringe,20 21 While the volume of air is known using this technique, the number of air bubbles and their size remain unknown, which significantly limits the conclusions which can be made based on studies using such bubbles.

In contrast to previous experimental studies on AE, where mostly a direct surgical access to the cerebral vessels was obtained, our study uses an endovascular approach via the femoral artery, resembling endovascular interventions in clinical practice.22 23 Furthermore, the size and number of air bubbles and the volume of air are similar to the situation of air embolism in human medicine during catheter-based interventions.23 24

The reason for the selection of the air bubble sizes in this study was that 85 µm is a common size of so-called micro air bubbles, which make up the majority of air bubbles occurring during catheter-based procedures.21 24 The other bubble size of 120 µm was chosen to have a sufficient difference in size to the micro air bubble and to use larger bubbles that are still small enough to enter the vasculature unnoticed in everyday practice. The volume and number of bubbles was derived from clinical studies which showed that in cardiac surgeries, such as TEVAR procedures, the total volume of air injected ranges between 0.0003 and 0.79 mL and an average number of 1600 per patient.24 25 As stated in the material and methods section, the selected air volume in this study of 0.39 µL (L-groups) and 0.64 µL (H-groups) corresponds to 0.28 mL and 0.47 mL in humans converted by brain volume.
We observed a higher number of infarctions for the smaller air bubbles. Additionally to the known fact that these micro air bubbles are more frequent, our results indicate that the smaller air bubbles are also more harmful than larger ones.

The in vivo findings could also be confirmed in the experimental simulations. In vivo studies of the behavior of air bubbles in the cervical and intracranial vasculature are practically not feasible and models for experimental in vitro analyses do not exist. A numerical simulation model, as it was used in our study, can help to understand the pathophysiology of these air bubbles causing cerebral infarctions. The validity of the numerical simulation scheme has been demonstrated in other scientific non-medical fields using several benchmark cases for multiphase flows and capillary phenomena. Despite the value of the simulation, several factors had to be assumed, such as the condition of the blood or the interface tensions. Gravity, which might play a considerable role in air bubble behavior, was not considered thus limiting the reliability of the conclusions based on the simulation.

A recent study by Li et al, which used in vivo and in vitro microfluidic experiments, also focused on the mechanism of vascular occlusion caused by air embolism in small vessels. They found that a clot, which could not be simulated in our software-based model, is always found at the tail of a moving air bubble, and that the flow field around the bubble plays a major role in vascular occlusion.

A possible explanation for the higher number of infarctions for the smaller air bubbles in our study is the gas-liquid-endothelial interface. This can be an important factor influencing the extent of vessel occlusion by the bubbles themselves, activation of the blood clotting cascade, as well as the induction of inflammatory response. With the same total air volume but smaller bubbles, a larger surface area and thus a larger gas-fluid-endothelial interface can be assumed. Calculating the total surface area of the injected bubbles, the 85 µm have a 41% larger surface compared with the 120 µm bubbles. This can be a crucial factor which leads to the higher degree of tissue damage for the bubbles with smaller diameter.

Another possible explanation for the higher number of infarctions for the smaller air bubbles is the relation of the size of the air bubbles to the terminal vasculature. It can be assumed that smaller air bubbles circulate deeper into the terminal vasculature, where there is only little or no collateralization of the terminal vessels, while larger bubbles get stuck more proximal where collateralization is possible. In this regard, also the geometry of air bubbles seems to be an important factor as it influences the residence time of intravascular bubbles, which again influences the absorption time and can thus play a major role in the development of infarctions.

An interesting finding, which is also evident in human studies, is that, irrespective of the volume of air and the size of the bubbles, multiple small air bubbles cause only a relatively low number of infarctions. According to the software-based simulation, which was performed in our study, this phenomenon can be explained by the fusion of many single bubbles into larger bubbles, clogging larger blood vessels, resulting in infarctions which can be detected in MRI.

Besides the larger number of infarctions, which was observed for the smaller bubbles, the total infarction volume was higher in one sub-group despite similar volumes of the single infarctions. The larger total infarction volume, which was observed for the

Figure 3 Illustration of the software-based simulation. (A) illustrates the vascular model and shows different points in time of the simulation using 85 µm air bubbles. At 7.4 ms the 85 µm air bubbles are not yet fused and enter the first branching. During the flow through the vascular model (39.4 ms and 70.0 ms), especially at the branchings, small bubbles fuse to larger ones, which eventually cause occlusions of the terminal vessels. A few bubbles adhere to the vessel walls within the model. (B) shows the end of simulations using 85 µm and 120 µm air bubbles. At this point, eight of the terminal vessels are occluded, while using 120 µm bubbles, occlusion in only six vessels was observed. This qualitative analysis is in line with the findings of the in vivo experiments.
sub-group with a smaller air volume is most likely explained by the higher number of infarctions.

As mentioned in the introduction, DWI lesions after endovascular procedures can explained by AE but also by solid emboli. In our study, the probability of infarctions caused by other emboli than air can be regarded as very low, as no infarctions were detected in the control group, in which catheters were also navigated into the CCA, however, without the injection of air.

In our study, the impact of the air bubbles was only systematically assessed in MRI and not in specific neurobehavioral tests as rats were only awake for a short time after air bubble injection and they were finalized after the imaging. These tests could have delivered further relevant results and should be performed in future studies with sufficient survival times.

We acknowledge that this study has noteworthy limitations. The number of experiments per study group was small. However, the findings were consistent within the individual study groups. We only used air bubbles with a size of 85 µm or 120 µm and injected only either 1200 or 2000 bubbles. The injection of smaller or larger air bubbles or different numbers of air bubbles could have led to different results. Another limitation is that the microcatheter for air bubble injection had to be placed within the CCA and not the ICA due to the small size of the ICA in relation to the microcatheter. Air entering the external carotid artery, and thus not entering the cerebral vessels, could have biased the results. Furthermore, the transfer of an experimental animal model and of a software-based simulation on clinical practice is generally limited.

CONCLUSION

In this experimental in vivo model investigating iatrogenic air embolism, the size of the bubbles had a major impact on the number and total volume of cerebral infarctions. These findings can help to better understand the pathophysiology, prevention and ultimately treatment of this frequent, often underestimated adverse event in endovascular interventions.

Contributors TCS, MB and DFV designed the study, TCS, SG and DFV performed the in vivo experiments. CB and SMM performed the simulations. All authors analyzed and interpreted data for the work. TCS, SH, MB and DFV drafted the manuscript. All authors approved the final manuscript. DFV is the guarantor of this work.

Funding The authors have not declared a specific grant for this research from any funding agency in the public, commercial or not-for-profit sectors.

Competing interests MB reports board membership: DSMB Vascular MAM has received consulting honoraria, speaker honoraria, and travel support outside this work from Codman, Covidien/Medtronic, MicroVention, Phenex, and Stryker. MB reports board membership: DSMB Vascular Dynamics; consultancy: Roche, Guerbet, Codman; grants/grants pending: DFG, Hopp Foundation, Novartis, Siemens, Guerbet, Stryker, Covidier; payment for lectures (including service on speakers bureaus): Novartis, Roche, Guerbet, Teva, Bayer, Codman. DFV reports consultancy for Medtronic and paid lectures for Cerevask and a research grant by MicroVention (unrelated to this work). The other authors declare that they do not have any conflicts of interest.

Patient consent for publication Not applicable.

Ethics approval Not applicable.

Provenance and peer review Not commissioned; externally peer reviewed.

Data availability statement All data relevant to the study are included in the article or uploaded as supplementary information. Not applicable.

Open access This is an open access article distributed in accordance with the Creative Commons Attribution Non Commercial (CC BY-NC 4.0) license, which permits others to distribute, remix, adapt, build upon this work non-commercially, and license their derivative works on different terms, provided the original work is properly cited, appropriate credit is given, any changes made indicated, and the use is non-commercial. See: http://creativecommons.org/licenses/by-nc/4.0/.

ORCID iD
Dominik F Vollherbst http://orcid.org/0000-0002-8992-4757

REFERENCES